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COVID-19 EQUIPMENT CLEANING PROCESSES 
 

1. NO waiting time on cleaning any equipment from 
patient room 
 

2. Remove equipment from room and bring to:  
i. Ante-room  

OR  
ii. Hallway (just outside of patient room) 

 
3. Clean with A3, Microkill, or Fusion  

 
4. Allow for contact time specified for product used  

5. Put equipment back into use  

 

 

 

 

 


